[Experience in using the "Lancet" laser device in surgical practice].
The paper deals with the authors' experience in using new-generation Lantset laser surgical apparatuses that show a high spectral radiation purity, a high radiation coherence, continuous and pulsed operations. It also presents their characteristics and description, the results of their clinical application.